
PDC Laboratories, Inc. 

November 17,2015 

Toni Paulus 
Alton Steel. Inc. 
5 Cut St 
Alton, IL 62002 

Dear Toni Paulus: 

Please find enclosed the analytical results for the sample(s) the laboratory received on 11/5/15 2:15pm and 

logged in under work order 5111306. All testing is performed according to our current TNI certifications 

unless otherwise noted. This report cannot be reproduced. except in full, without the written permission of 

PDC Laboratories. Inc. 

If you have any questions regarding your report. please contact your project manager. Quality and timely 

data is of the utmost importance to us. 

PDC Laboratories, Inc. appreciates the opportunity to provide you with analytical expertise. We are always 

trying to improve our customer service and we welcome you to contact the Vice President . John La Payne 

with any feedback you have about your experience with our laboratory. 

Sincerely, 

L- • 

Roxann Shull 
Client Services Supervisor 
(314) 432-0550 
rshull@pdclab.com 
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Sample: 5111306-01 

Name: WWTP Sludge Lagoon 

Matrix: Solid 

Parameter 

General Chemistry - PIA 

Solids- Iota! solids (TS) 

General Chemistry - STL 

Paint Filter 

pH 

Polychlorinated B iphenyls (PCBs)- STL 

Aroclor 1016 

Aroclor 1221 

Aroclor 1232 

Aroclor 1242 

Aroclor 1248 

Aroclor 1254 

Aroclor 1260 

Aroclors -Total 

Surrogate: Decac/Jiorobiphenyl 

Surrogate· TCMX 

Semivo latile Organics - STL 

1.2.4-Trichlorobenzene 

1.2-Dichlorobenzene 

1.3-Dichlorobenzene 

1.4-Dichlorobenzene 

2.4.5-Trichlorophenol 

Surrogate: 2, 4, 6-Tribromophenol 

2.4,6-Trichlorophenol 

2.4-Dichlorophenol 

2.4-Dimethylphenol 

2.4-Dinitrophenol 

2,4-Dinitrotoluene 

2.6-Dimethylaniline 

2,6-Dinitrotoluene 

2-Chloronaphlhalene 

2-Chlorophenol 

Surroga1e 2-F/uorobipheny/ 

Surroga1e: 2-Fiuorophenol 

2-Methylnaphthalene 

2-Methylphenol 

2-Nitroaniline 

2-Nitrophenol 

3- & 4-Methylphenol 

3.3'-Dichlorobenzidine 

Customer#: 276173 

Result 

47 

Pass 

8.84 

< 710 

< 710 

< 710 

< 710 

< 710 

< 710 

< 710 

< 710 

441% 

107% 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

64% 

< 7040 

< 7040 

< 70/.0 

< 701,0 

< 7040 

< 3630 

< 7040 

< 7040 

< 7040 

73 % 

96% 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

PDC Laboratories , Inc. 
3278 North Highway 67 

Florissant, MO 63033 
(800) 333-3278 

ANALYTICAL RESULTS 

Unit 

% 

pH Units 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

uglkg dry 

uglkg dry 

ug/kg dry 

ug/kg dry 

10- '172 

10-173 

ug/kg dry 

ug/kg dry 

uglkg dry 

ug/kg dry 

ug/kg dry 

10-95.9 

uglkg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

10-113 

10-95. 1 

ug/kg dry 

ug/kg dry 

ug/kg dry 

LJQ/kg dry 

ug/kg dry 

ug/kg dry 

Qualifier 

H 

s 
s 

Sampled: 11/05/15 11:35 

R eceived : 11/05/15 14:15 

PO #: NR 27349 

Prepared Analyzed 

11/10/15 09:29 11/10/15 10:00 

11/10/15 10:31 

11/10/15 14:31 

11/10/15 10:31 

11/10/15 16:04 

11/13115 08:57 11/13/1519:08 

11/13115 08:57 11/13/1519:08 

11/13115 08:57 11/13/1519:08 

11/13/15 08:57 11 /13/15 19:08 

11/13/15 08:57 11/13/15 19:08 

11 /13/15 08:57 11 /13/15 19:08 

11 /13/15 08:57 11 /13/15 19:08 

11 /13/1508:57 11 /13/1519:08 

11113115 08:57 11/13115 19:08 

11113115 08'57 11113115 19:08 

11/11/15 07:30 

11/11/15 07:30 

11/11115 07:30 

11/11/15 07:30 

11/11/15 07 :30 

11111115 07:30 

11/11/15 07:30 

11111/15 07.30 

11/11115 07.30 

11/11 /15 07:30 

11/11/15 07:30 

11/11/15 07:30 

11/11115 07:30 

11/11/15 07 :30 

11/11/15 07'30 

11111115 07.30 

11111115 07:30 

11/11/15 07:30 

11/11115 07:30 

11/11 /15 07:30 

11/11/15 07:30 

11/11/15 07:30 

11/11/15 07:30 

11/13/15 21:35 

11 /13/15 21 :35 

11/13/15 21 :35 

11/13/15 21:35 

11/13/15 21 :35 

11/13115 21:35 

11/13/15 21:35 

11 113/15 21 :35 

11 /13/15 21 :35 

11 /13/15 21 :35 

11/13/15 21:35 

11 /13/15 21 :35 

11/13/15 21 :35 

11/13/15 21 :35 

11/13/15 21 :35 

11113115 21:35 

11113115 21:35 

11 /13/15 21:35 

11 /13/15 21 :35 

11 /13/15 21 :35 

11/13/15 21:35 

11 /13/15 21:35 

11 /13/15 21 :35 

Analys t Method 

KMN 

KMN 

KMN 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 
BP 

BP 

BP 

BP 

BP 

BP 

BP 
BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 
BP 
BP 

BP 

BP 

BP 

BP 

BP 

SM 2540G ' 

SW9095 

SW9045 

SW8082' 

SW8082" 

SW8082' 

SW8082' 

SW8082' 

SW8082' 

SWB082' 

SW8082' 

SW8082' 

SW8082' 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C' 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C" 

SW8270C 

SW8270C 

SW8270C 

SW8270C' 

SW8270C ' 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

www.pdcbb.cu•n 
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Sample: 5111306-01 

Name: VWVTP Sludge Lagoon 

Matrix: Sol id 

Parameter 

3·Nitroaniline 

4.6·Dinitro·2·methylphenol 

4-Bromophenyl phenyl ether 

4-Chloro-3-methylphenol 

4-Chloroaniline 

4-Chlorophenylphenyl ether 

4-Nitroaniline 

4-Nitrophenol 

Acenaphthene 

Acenaphthylene 

Aniline 

Anthracene 

Azobenzene 

Benzidine 

Benzo(a)anthracene 

Benzo(a)pyrene 

Benzo(b)fluoranthene 

Benzo(g,h,i)perylene 

Benzo(k)fluoranthene 

Benzoic Acid 

Benzyl alcohol 

Bis(2-chloroethoxy) methane 

Bis(2-chloroethyl) ether 

Bis(2-chloroisopropyl) ether 

Bis(2-ethylhexyl) phthalate 

Butyl benzyl phthalate 

Carbazole 

Chrysene 

Dibenzo(a.h)anthracene 

Dibenzofuran 

Diethyl phthalate 

Dimethyl phthalate 

Di-n-butyl phthalate 

Di-n-octyl phthalale 

Diphenylamine 

Fluoranthene 

Fluorene 

Hexachlorobenzene 

Hexachlorobutadiene 

Hexachlorocyclopentadiene 

Hexachloroethane 

lndeno(1.2.3-cd)pyrene 

lsophorone 

Customer#: 276173 

Result 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

ANALYTICAL RESULTS 

Unit 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

uglkg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

uglkg dry 

uglkg dry 

ug/kg dry 

uglkg dry 

ug/kg dry 

uglkg dry 

uglkg dry 

uglkg dry 

uglkg dry 

uglkg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

uglkg dry 

uglkg dry 

uglkg dry 

uglkg dry 

ug/kg dry 

uglkg dry 

ug/kg dry 

Qualifier Prepared 

11/11/15 07:30 

11/11/15 07:30 

11/11/15 07 :30 

11/11/15 07 :30 

11/11/15 07 '30 

11/11/15 07 •30 

11/11/15 07 '30 

11/11/15 07:30 

11 /11/15 07:30 

11/11/15 07 :30 

11111/15 07:30 

11111/15 07 :30 

11/11/15 07 •30 

11/11/15 07•30 

11/11/15 07:30 

11/11/15 07:30 

11/11/15 07:30 

11/11/15 07:30 

11111 /15 07 :30 

11/11/15 07 :30 

11/11/15 07:30 

11/11/15 07 :30 

11/11/15 07:30 

11/11115 07:30 

11111/15 07:30 

11/11/15 07:30 

11/11/15 07 :30 

11111115 07:30 

11/11/15 07 .30 

11/11/15 07 :30 

11 /1 1/15 07:30 

11/11/15 07 :30 

11/11/15 07 :30 

11/11/15 07 :30 

11/11/15 07:30 

11/11/15 07 :30 

11 /11/15 07:30 

11 /11115 07•30 

11/11/15 07·30 

11111/15 07 30 

11111/15 07:30 

11111/15 07:30 

11/11/15 07:30 

\V\V\V, pdcla b. L;UIIl 

PDC Laboratories, Inc. 
3278 North Highway 67 

Florissant, IviO 63033 
(800) 333-3278 

Sampled : 11/05/15 11:35 

Rece ived: 11/05/15 14:15 

PO #: NR 27349 

A na lyzed Analyst Method 

11 /13/1 5 21 :35 

11 /13/15 21 :35 

11/13/15 21 :35 

11/13/15 21 :35 

11/13/15 21 '35 

11/13/1 5 21 :35 

11/1 3/15 21 :35 

11/13/15 21 :35 

11/13/15 21 :35 

11/13/15 21 :35 

11/13/15 21 :35 

11/13/15 21 :35 

11/13/15 21 :35 

11/13/15 21 :35 

11/13/15 21 :35 

11/13/15 21 :35 

11 /13/15 21:35 

11 /13/15 21:35 

11/13/15 21 :35 

11/13/15 21 :35 

11/13115 21 :35 

11/13/15 21:35 

11/13115 21:35 

11/13/15 21 :35 

11/13/15 21 :35 

11/13115 21 :35 

11/13/15 21 :35 

11/13/15 21 :35 

11113/15 21:35 

11/13/15 21 :35 

11 /13/15 21:35 

11/13/15 21:35 

11/13/15 21 :35 

11/13/15 21 :35 

11 /13/15 21 :35 

11/13/15 21:35 

11/13/15 21:35 

11 /13/15 21 .35 

11 /13/15 21 :35 

11 113/15 21 :35 

11/13/15 21:35 

11/13/15 21:35 

11/13/15 21 :35 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

SW 8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW 8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C ' 

SW8270C' 

SW 8270C 

SW8270C 

SW8270C 

SW 8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C" 

SW8270C 

SW8270C 

SW8270C" 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 
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Sampl e : 5111 306-01 

Name: WWTP Sludge Lagoon 

Matrix: Solid 

Parameter 

Naphthalene 

Nitrobenzene 

Surrogate: Nitrobenzene-d5 

N-Nilrosodtmethylamtne 

N-Nitrosodt-n-propylamine 

Pentachlorophenol 

Phenanthrene 

Phenol 

Surrogate: Phenol- d5 

Surrogate: p-Terphenyl-d 14 

Pyrene 

Pyridine 

TCLP Metals • STL 

Arsenic 

Barium 

Cadmium 

Chromium 

Final pH 

Lead 

Mercury 

Selenium 

Silver 

Volati le Organic s • STL 

1.1, 1.2-Tetrachloroethane 

1.1 .1-Trichloroethane 

1.1 ,2,2-Tetrachloroethane 

1.1 .2-Trichloro-1 ,2,2-trinuoroethane 
(Freon) 
1.1.2-Tnchloroethane 

1.1-Dichloroethane 

1.1-Dichloroethene 

1, 1-Dichloropropene 

1 ,2,3-Tnchlorobenzene 

1 ,2.3-Tnchloropropane 

1.2.4-Tnchlorobenzene 

1.2.4-Tnmethylbenzene 

1.2-Dibromo-3-chloropropane 

1.2-Dtbromoethane 

1 ,2-Dtchlorobenzene 

1.2-Dichloroethane 

Surrogate: 1, 2-0icllloroethane-d4 

1.2-Dichloroethene- Total 

Customer#: 276173 

Res ult 

< 7040 

< 7040 

83% 

< 7040 

< 7040 

< 7040 

< 7040 

< 7040 

90% 

75% 

< 7040 

< 7040 

< 0.30 

0.85 

< 0.040 

< 0.040 

6.1 

< 0.20 

< 0.0020 

< 0.20 

< 0.030 

< 24 

< 24 

< 24 

< 49 

< 24 

< 24 

< 24 

< 24 

< 24 

< 24 

< 24 

< 24 

< 24 

< 24 

< 24 

< 24 

77% 

< 49 

PD C Laboratories, Inc. 
3278 North Highway 67 

Florissant, t-10 63033 
(800) 333-3278 

ANALYTICAL RESULTS 

Unit 

ug/kg dry 

ug/kg dry 

11 .6-107 

ug/kg dry 

ug/kg dry 

uglkg dry 

uglkg dry 

ug/kg dry 

10-100 

12.9-114 

ug/kg dry 

ug/kg dry 

rng/L 

rng/L 

mg/L 

rng/L 

mgll 

mg/L 

mg/L 

mg/L 

uglkg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ugtkg dry 

ug/kg dry 

ug/kg dry 

uglkg dry 

ug/kg dry 

ugtkg dry 

ug/kg dry 

uglkg dry 

ug/kg dry 

67 7- 135 

uglkg dry 

Qualifier 

Sam pled : 11/05/15 11:35 

Received: 11/05/15 14 :15 

PO #: NR 27349 

P repared 

11/11/15 07:30 

11/11/15 07:30 

11/11/15 07'30 

11/11/15 07:30 

11/11/15 07·30 

11/11/15 07•30 

11/11/15 07•30 

11/11/15 07 •30 

11111115 07:30 

11111115 07:30 

11/11/15 07:30 

11/11/15 07:30 

Ana ly zed 

11/13/15 21:35 

11/13/15 21:35 

11113115 21:35 

11 /13/15 21 :35 

11/13/15 21 :35 

11/13/15 21:35 

11/13/15 21 :35 

11/13/15 21 :35 

11113/ 15 21:35 

11113115 21:35 

11/13/15 21:35 

11/13/15 21:35 

11/11/1514:49 11/12/1512:25 

11/11115 14:49 11/12/15 12:25 

11/11115 11. '49 11/12/15 12 25 

11/11/1514:49 11/12/ 1512:25 

11/10/15 13'30 11 /11/15 10'1.3 

11 /11/15 14:49 11/12/15 12'25 

11/12/15 07:23 11 /12/15 11 :10 

11/11/15 14:49 11/12/15 12:25 

11/11/15 11. 1.9 11 /12/15 12 25 

11 /13/15 13:52 11/13/15 20:09 

11/13/15 13:52 11 /13/15 20:09 

11/13/15 13:52 11 /13/15 20:09 

11/13/15 13'52 11 /13/15 20:09 

11 /1311513:52 11 /13/15 20:09 

11/13115 13:52 11/13/15 20:09 

11 /13/1513:52 11 /13/15 20:09 

11 /13/15 13.52 11 /13/15 20:09 

11/13/15 13:52 11/13/15 20:09 

11 /13/15 13.52 11 /13/15 20:09 

11113/15 13'52 11 /13/15 20 09 

11 /13/15 13.52 11 /13/15 20:09 

11 /13/15 13:52 11 /13/15 20:09 

11 /13/15 13:52 11/13/1 5 20•09 

11/13/15 13.52 11 /1 3/15 20.09 

11 /13/15 13:52 11/13/15 20:09 

11113115 13:52 11113115 20:09 

11/13/15 13:52 11/13/15 20:09 

Analyst Method 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

WPS 

WPS 

WPS 

WPS 

KMN 

WPS 

WPS 

WPS 

WPS 

OP 

OP 
OP 

BP 

OP 

BP 

BP 

BP 

BP 

OP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 

OP 

SW8270C 

SW8270C 

SWB270C" 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SW8270C 

SWB270C" 

SW8270C" 

SWB270C 

SWB270C 

SW6010 

SW6010 

SW6010 

SW6010 

SW1311 

SW6010 

SW7470 

SW6010 

SW6010 

SWB260B 

SW82608 

SW8260B 

SWB260B" 

SW8260B 

SWB260B 

SW8260B 

SWB2608 

SW8260B 

SWB260B 

SWB260B 

SW8260B 

SWB260B" 

SW82608 

SW82600 

SW8260B 

SW82608" 

SWB260B" 

www.pdclab.cum 
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Sample: 5111306-01 

Name: WWTP Sludge Lagoon 

Matrix: Solid 

Parameter 

1,2-Dichloropropane 

1,3,5-Tnmethylbenzene 

1.3-Dichlorobenzene 

1.3-Dichloropropane 

1,3-Dichloropropene - Total 

1.4-Dichlorobenzene 

1.4-Dioxane 

2.2-Dichloropropane 

2-Butanone 

2-Chloroethylvinyl ether 

2-Chlorotoluene 

2-Hexanone 

2-Nitropropane 

4-Chlorololuene 

4-Methyl-2-pentanone (MIBK) 

Acetone 

Acelonllnle 

Acrolein 

Acrylomlnle 

Allyl Chlonde 

Benzene 

Bromobenzene 

Bromochloromethane 

Bromodichloromethane 

Surrogate: Bromofluorobenzene 

Bromoform 

Bromomethane 

Carbon disulfide 

Carbon tetrachloride 

Chlorobenzene 

Chloroethane 

Chloroform 

Chloromethane 

cis-1.2-0Jchloroethene 

cis-1.3-Dichloropropene 

Dibromochtoromethane 

Dibromomethane 

Dichlorodifluoromelhane 

Ethyl methacrylate 

Ethylbenzene 

Hexachlorobutadiene 

lodomethane 

I so butanol 

Customer #: 276173 

Result 

< 24 

< 24 

< 24 

< 24 

< 49 

< 24 

< 240 

< 24 

< 49 

< 24 

< 24 

< 49 

< 49 

< 24 

< 49 

< 49 

< 240 

< 240 

< 49 

< 24 

< 24 

< 24 

< 21. 

< 24 

89% 

< 24 

< 49 

< 24 

< 24 

< 24 

< 49 

< 24 

< 49 

< 24 

< 24 

< 24 

< 24 

< 49 

< 24 

< 24 

< 24 

< 49 

< 240 

PD C Laboratories, Inc. 
3278 North Highway 67 

Florissant, MO 63033 
(800) 333-3278 

ANALYTICAL RESULTS 

Unit 

ug/kg dry 

ug/kg dry 

uglkg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

uglkg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ugikg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

64.5- 133 

ug/kg dry 

ug/kg dry 

lJQ/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

ug/kg dry 

uglkg dry 

uglkg dry 

ug/kg dry 

ug/kg dry 

Qualifier 

03 

Sampled: 11/05/15 11:35 

Received: 11/05/15 14:15 

PO #: NR 27349 

Prepared Analyzed 

11/13/15 13:52 11/13/15 20'09 

11/ 13/15 13:52 11/13/15 20.09 

11/13/1513:52 11/13/15 20:09 

11/13/15 13:52 11/13/15 20:09 

11/13/15 13:52 11/13/15 20:09 

11/13/15 13: 52 11/13/15 20:09 

11113/15 13:52 11113115 20:09 

11113115 13 52 11113115 20 09 

11/13115 13'52 11/13/15 20 09 

11/13/15 13.52 11113/15 20'09 

11/13/15 13'52 11/ 13115 20.09 

11113/15 13 52 11/13/15 20:09 

11/131 1513:52 11/13115 20:09 

11113115 13:52 11/13115 20:09 

11/13115 13.52 11/13115 20 09 

11/13/15 13 52 11/13/15 20 09 

11113/15 13:52 11/13/15 20:09 

11/13/15 13'52 11/13/15 20:09 

11/13/15 13:52 11/ 13/15 20:09 

11/13115 13:52 11/13115 20:09 

11113/15 13:52 11/13/15 20:09 

11/13/15 13:52 11/13115 20:09 

11/1311513:52 11/13/15 20:09 

11/1311513:52 11/13/15 20:09 

1111311513:52 111131152009 

11 /13115 13 52 11 /13/15 20 09 

11/13/15 13.52 11 /13/ 15 20 09 

11/13/1513.52 11 /13/15 20:09 

11 /13/1513.52 11 /13/15 20:09 

11 /13/1513:52 11 113/15 20:09 

11/13/1513:52 11/13/15 20:09 

11 /13/15 13.52 11 /13/15 20 09 

11 /13/1513 52 11/13/15 2009 

11 /13/1513.52 11/13/15 20:09 

11/13/1513:52 11 /13/15 20:09 

11 /13/1513.52 11/13/15 20.09 

11/13/15 13:52 11/13/15 20:09 

11 /13/15 13:52 11/13/15 20:09 

11 /13/15 13:52 11 /13/ 15 20:09 

11113/15 13.52 11 /13/ 15 20'09 

11 /13/1 5 13:52 11/13/15 20:09 

11/13/1513'52 11/13/ 15 20:09 

11113/ 1513.52 11113/15 20.09 

Analys t Method 

BP 
BP 

BP 

BP 

BP 

BP 

BP 
BP 
BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 
BP 
BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 
BP 

BP 
BP 

BP 

BP 

BP 

BP 

BP 

BP 

BP 
BP 

BP 

BP 

BP 

BP 

BP 
BP 
BP 

SW8260B 

SW826013 

SW8260B 

SW8260B 

SW8260B' 

SW8260B 

SW8260B' 

SW8260B 

SW8260B 

SW8260B 

SW8260B 

SW8260B 

SWB260B 

SW8260B 

SW8260B 

SW8260B 

SW8260B 

SW8260B 

SW8260B 

SW8260B 

SW8260B 

SW8260B 

SW826013 

SW826013 

SW82608 ' 

SW826013 

SW8260B 

SW826013 

SW826013 

SW826013 

SW826013 

SW8260B 

SW8260B 

SW826013 

SWB260B 

SW8260B 

SW8260B 

SW8260B 

SW8260B' 

SW8260B 

SW8260B 

SW826013 

SW8260B' 

www. pdd:o h .cum 
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PDC Laboratories, Inc. 
3278 North Highway 67 

Flori5sant, i\!0 63033 
(800) 333-3278 

ANALYTICAL RESULTS 

Sample: 5111306·01 Sampled: 11/05/15 11:35 

Name: WWTP Sludge Lagoon Received: 11/05/15 14:15 

Matrix: Solid PO#: NR 27349 

Parameter Result Uni t Qualifier Prepared Analyzed Analyst Method 

lsopropylbenzene < 24 ug/kg dry 11/13/151352 11/13/ 15 20 09 BP SW8260B 

m.p.Xylene < 49 ug/kg dry 11 /13/15 13:52 11 /13/1 5 20'09 BP SW82608 

Methacrylonitrile < 24 ug/kg dry 11 /13/15 13.52 11/13/15 20'09 BP SW8260B' 

Methyl methacrylate < 24 ug/kg dry 11113/15 13 52 11 /13/15 20 09 BP SW8260B 

Methylene chloride < 24 ug/kg dry 11/13/1513:52 11/13/1 5 20:09 BP SW8260B 

MTBE < 24 ug/kg dry 11/13/1513"52 11/13/1 5 20:09 BP SW8260B 

Naphthalene < 24 ug/kg dry 11 /13/15 13.52 11/13/15 20:09 BP SW8260B 

n-Butylbenzene < 24 ug/kg dry 11/13/1513:52 11 /13/15 20:09 BP SW8260B 

n-Propylbenzene < 24 ug/kg dry 11 /13/1513 52 11 /13/ 15 20 09 BP SW8260B 

o-Xylene < 24 ug/kg dry 11 /13/1513 52 11 /13/15 20 09 BP SW8260B 

p.lsopropyl toluene < 24 ug/kg dry 11/13/15 13.52 11 /13/15 20:09 BP SW826013 

Propioni1rile < 49 ug/kg dry 11 /13/1513:52 11 /13/15 20.09 BP SW8260B 

sec·Butylbenzene < 24 ug/kg dry 11/13/15 13:52 11/13/15 20.09 BP SW8260B 

Styrene < 24 ug/kg dry 11 /13/15 13:52 11 /13/15 20:09 BP SW8260B 

tert·Butylbenzene < 24 ug/kg dry 11113/15 13:52 11 /13/15 20:09 BP SW8260B 

Tetrachloroethene < 24 ug/kg dry 11 /13/15 13:52 11 /13/15 20:09 BP SW8260B 

Toluene < 24 ug/kg dry 11/13/15 13'52 11113/15 20:09 BP SW8260B 

Surrogate Toluene-dB 86 % 69 3-125 11113115 13 52 11113/15 20 09 BP SW82608 ' 

trans-1 .2-Dichloroethene < 24 ug/kg dry 11 /13/1513 52 11113/15 20'09 BP SW8260B 

trans-1 .3·Dichloropropene < 24 ug/kg dry 11/13/15 13 52 11/13/15 20:09 BP SW8260B 

trans-1 .4-Dichloro-2-butene < 24 ug/kg dry 11 /13/1 513 52 11 /13/ t5 20.09 BP SW8260B' 

Trichloroethene < 24 ug/kg dry 11/13/15 13.52 11113/15 20.09 BP SW8260B 

Trichlorofluoromethane < 24 ug/kg dry 11/13/15 13'52 11113/15 20.09 BP SW8260B 

Vinyl acetate < 1.9 ug/~g dry 11/13/151352 11/13/15 20 09 BP SW8260B 

Vinyl chloride < 24 ug/kg dry 11/13/15 13 52 11/ 13/15 20 09 BP SW8260B 

Xylenes- Total < 73 ug/kg dry 11/13/15 13 52 11113/15 20'09 BP SW826013' 

Customer #: 276173 www.pddab . ..:om 
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Paramete r 

Batch 8518653 • 04 SW 3550 (62518270/ • SW 8270C 

Blank (B518653-BLK1} 

1.2.4-Trichlorobenzene 

1.2-Dichlorobenzene 

1. 3-Dichlorobenzene 

1.4-Dichlorobenzene 

2,4.5-Tnchlorophenol 

2.4 ,6· Trichlorophenol 

2.4-Dichlorophenol 

2,4-Dimethylphenol 

2.4-Dinitrophenol 

2,4-Dinitrotoluene 

2.6-Dimethylaniline 

2.6-Dinitrotoluene 

2-Chloronaphthalene 

2-Chlorophenol 

2-Methylnaphthalene 

2-Methylphenol 

2-Nitroaniline 

2-Nitrophenol 

3- & 4-Methylphenol 

3.3'-Dichlorobenzidine 

3-Nitroaniline 

4.6-Dinitro-2-methylphenol 

4-Bromophenyl phenyl ether 

4-Chloro-3-methylphenol 

4-Chloroaniline 

4-Chlorophenylphenyl ether 

4-Nitroaniline 

4-Nitrophenol 

Acenaphthene 

Acenaphthylene 

Ani line 

Anthracene 

Azobenzene 

Benzidine 

Benzo(a)anthracene 

Benzo(a)pyrene 

Benzo(b)fluoranthene 

Benzo(g.h.i)perylene 

Benzo(k)fluoranthene 

BenzOIC Ac1d 

Benzyl alcohol 

Bis(2-chloroethoxy) methane 

Bis(2-chloroethyl) ether 

Bis(2-chloroisopropyl) ether 

Bis(2-ethylhexyl) phthalate 

Customer#. 276173 

QC SAMPLE RESULTS 

Resu lt 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 170 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

< 330 

Unit Qual 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

uglkg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

uglkg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

www.pdclab.com 

Spike 

Level 

Source 

Resul t % REC 

Prepared: 11/11/15 Analyzed: 11/12/15 

PD C Laboratories, Inc. 
3278 North Highway 67 

Florissant, i\10 63033 
(800) 333-3278 

%REC 

Limits RPD 

RPD 

Limit 
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Parameter 

Batch 8518653 - 04 SW 3550 (625/82701 - SW 8270C 

Blank (B518653-BLK1) 

Butyl benzyl phthalate 

Carbazole 

Chrysene 

Dibenzo(a.h)anthracene 

Dibenzofuran 

Diethyl phthalate 

Dimethyl phthalate 

Di-n-butyl phthalate 

Di-n-cetyl phthalate 

Diphenylamine 

Fluoranthene 

Fluorene 

Hexachlorobenzene 

Hexachlorobutadiene 

Hexachlorocyclopentadiene 

Hexachloroethane 

lndeno(1.2.3-cd)pyrene 

lsophorone 

Naphthalene 

Nitrobenzene 

N-Nitrosodimethylarnine 

N·Nitrosodi-n-propylamine 

Pentachlorophenol 

Phenanthrene 

Phenol 

Pyrene 

Pyndine 

Surrogate: 2-Fiuorophenol 

Surrogate: Phenol- d5 

Surrogate: Nitrobenzene-d5 

Surrogate: 2-Fiuorobiphenyl 

Surrogate: 2,4,6-Tribromophenol 

Surrogate: p-Terphenyl-d14 

LCS (8518653-851) 
1.2. 4· Trichlorobenzene 

1.2-Dichlorobenzene 

1,3-Dichlorobenzene 

1,4-Dichlorobenzene 

2,4,5-Trichlorophenol 

2,4.6-Trichlorophenol 

2.4-Dichlorophenol 

2.4-Dimethylphenol 

2,4-Dinitrophenol 

2.4-Dinitrotoluene 

2.6-Dinitrotoluene 

Customer#: 276173 

QC SAMPLE RESULTS 

Result Unit Qual 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

< 330 ug/kg wet 

2100 ugll<g wet 

2000 ugll<g wet 

1700 ug/kgwet 

1700 uglkg wut 

1600 ugll<g wet 

t800 ugll<g wut 

11.80 ug/kg wet 

1670 ug/kg wet 

1650 ug/kg wet 

1650 ug/kg wet 

1690 ug/kg wet 

1580 ug/kg wet 

1600 ug/kg wet 

1720 ug/kg wet 

1710 ug/kg wet 

1700 ug/kg wet 

1630 ug/kg wet 

www. pclclab .com 

Spike 

Level 

Source 

Resu lt %REC 

Prepared: 11/11 /15 Analyzed: 11/12/1 5 

2667 80 

2667 73 

2667 64 

2667 62 

2667 60 

2667 67 

Prepared & Analyzed· 11/11/15 

2667 55 

2667 63 

2667 62 

2667 62 

2667 63 

2667 59 

2667 60 

2667 61. 

2667 64 

2667 64 

2667 61 

PDC Laboratories, Inc. 
3278 North Highway 67 

Florissant, !'dO 63033 
(800) 333-3278 

%REC 

Limits 

10·95.1 

10-100 

11.6-107 

10-113 

10-95.9 

12.9-114 

27.8-1 00 

34 .2-97 

32.6-98.9 

33.4-95.5 

27.8-121 

30.9-116 

36.3-102 

35.7-105 

24.1 -112 

37.7-97.8 

34.8-94 .8 

RPD 

RPD 

Limit 
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PDC Laboratories, Inc. 
3278 North Highway 67 

Florissant, MO 63033 
(800) 333-3278 

QC SAMPLE RESULTS 

Spike So urce % REC RPD 

Parameter Result Unit Qua l Level Result % REC Limits RP D Limi t 

Batch 8518653 • 04 SW 3550 (62518270/ • SW 8270C 

LCS (B51 8653-BS1) Prepared & Analyzed: 11 /11/15 

2-Chloronaphthalene 1720 ug/kg wet 2667 65 33.9-98.9 

2-Chlorophenol 1950 ug/kg wet 2667 73 34.8-106 

2-Methytphenol 2050 ug/kg wet 2667 77 39.7-113 

2-Nitrophenol 1850 ug/kg wet 2667 69 35.9-108 

3- & 4-Methytphenol 2270 ug/kg wet 2667 85 25.7-143 

3.3'-Dichlorobenzidme 1210 ug/kg wet 2667 45 11-106 

4.6-Dimtro-2-methylphenot 1730 ug/kg wet 2667 65 29.2-111 

4-Bromophenyl phenyl ether 1520 ug/kg wet 2667 57 32.5-96.7 

4-Chloro-3-methylphenol 1740 ug/kg wet 2667 65 36.9-105 

4-Chlorophenylphenyl ether 1420 ug/kg wet 2667 53 33.7-97.3 

4-Nitrophenol 2150 ug/kg wet 2667 81 29.6-1 25 

Acenaphthene 1750 ug/kg wet 2667 66 34.6-99.4 

Acenaphthylene 1610 ug/kg wet 2667 60 35-93.7 

Anthracene 1700 ug/kg wet 2667 64 36-100 

Azobenzene 1790 ug/kg wet 2667 67 39.8-1 04 

Benzidine 323 ug/kg wet 2667 12 10-47.4 

Benzo(a)anthracene 1530 ug/kg wet 2667 58 31.5-99 

Benzo(a)pyrene 1760 ug/kg wet 2667 66 39.7-95.5 

Benzo(b)fluoranthene 1800 ug/kg wet 2667 68 40.7-97.4 

Benzo(g.h.l)perylene 1840 ug/kg wet 2667 69 38.6-106 

Benzo(k)fluoranthene 1640 ug/kg wet 2667 62 38.9-97.5 

Benzo1c Ac1d 1670 ug/kg wet 2667 62 29.1-123 

Bis(2-chloroethoxy) methane 1880 ug/kg wet 2667 71 38.1-96.7 

Bls(2-chloroethyl) ether 1950 ug/kg wet 2667 73 36.9-95.9 

Bis(2-chloroisopropyl) ether 1790 ug/kg wet 2667 67 32-98.6 

Bls(2-ethylhexyl) phthalate 1990 ug/kg wet 2667 75 32.8-1 02 

Butyl benzyl phthalate 2050 ugtkg wet 2667 77 35.7-102 

Chrysene 1750 ug/kg wet 2667 66 33.8-101 

Dibenzo(a.h)anthracene 1770 ug/kg wet 2667 67 41-99.6 

Diethyl phthalate 1760 ug/kg wet 2667 66 36.4-95.9 

Dimethyl phthalate 1600 ug/kg wet 2667 60 34.5-93.6 

Di-n-butyl phthalate 1910 ug/kg wet 2667 71 36.6-100 

Di-n-octyl phthalate 1980 ug/kg wet 2667 74 37.3-103 

Diphenylamine 1350 ug/kg wet 2667 51 10-116 

Fluoranthene 1560 ug/kg wet 2667 59 33.4-1 03 

Fluorene 1630 ug/kg wet 2667 61 38.2-99.1 

Hexachlorobenzene 1480 ug/kg wet 2667 56 36-100 

Hexachlorobutadiene 1310 ug/kg wet 2667 to9 31 .9-102 

Hexachlorocyclopentadiene 1070 ug/kg wet 2667 40 13.1-90.7 

Hexachloroethane 1700 ug/kg wet 2667 64 38.5-97.8 

lndeno(1.2.3-cd)pyrene 1880 ug/kg wet 2667 70 40.8-94.8 

l sophorone 1450 ug/kg wet 2667 54 32.7-83.1 

Naphthalene 1780 ug/kg wet 2667 67 37.6-96.6 

Nitrobenzene 1590 ug/kg wet 2667 60 41.4-98.1 

N-Nitrosodimethylamine 1750 ug/kg wet 2667 66 22-114 

Customer#: 276173 www. pclclab.cu m 
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PDC Laboratories, Inc. 
3278 North Highway 67 

Florissant, l\IO 63033 
(800) 333-3278 

QC SAMPLE RESULTS 

Spike Source % REC RPO 
Parameter Result Unit Qual level Result % REC limits RPO limit 

Batch B518653 - 04 SW 3550 (62518270! - SW 8270C 

LCS (B51B653-BS1) Prepared &Analyzed: 11/11/15 

N-Nitrosod1-n-propylamine 1740 ug/kg wet 2667 65 34 .9-98.6 

Pentachlorophenol 1830 ug/kg wet 2667 68 22.5-125 

Phenanthrene 1730 ug/kg wet 2667 65 36-103 

Phenol 1980 ug/kg wet 2667 74 36.6-1 06 

Pyrene 1620 ug/kg wet 2667 61 34.2-96.6 

2.6-0ichlorophenol 1530 ug/kg wet 0-200 

Surrogate: 2-Fiuorophenol 2100 uglkg wet 2667 80 10-95. 1 

Surrogate: Phenol- d5 2200 uglkg wet 2667 82 10-100 

Surrogate· Nitrobenzene-d5 1700 uglkg wet 2667 63 11.6-107 

Surrogate. 2-Ftuorobiphenyl 1600 uglkg wet 2667 62 10-113 

Surrogate· 2. 4. 6-Tribromophenol 1700 uglkg wet 2667 65 10-95.9 

Surrogate. p-Terp/Jenyl-d 14 1700 uglkg wet 2667 63 12.9-114 

Batc/J B518657 - 04 SW 3550 (8081/8082!- SW 8082 

Blank (B518657-BLK1) Prepared & Analyzed: 11 113/15 

Aroclor 1016 < 17 ug/kg wet 

Aroclor 1221 < 17 ug/kg wet 

Aroclor 1232 < 17 ug/kg wet 

Aroclor 1242 < 17 ug/kg wet 

Aroclor 1248 < 17 ug/kg wet 

Aroclor 1254 < 17 ugikg wet 

Aroclor 1260 < 17 ug/kg wet 

Aroclors - Total < 17 ugikg wet 

Surrogate: TCMX 5.9 uglkg wet 6.667 89 10-173 

Surrogate: Oecachlorobiphenyl 6.8 uglkg wet 6.667 103 10-172 

LCS (B518657-BS1) Prepared & Analyzed: 11113/15 

Aroclor 1016 131 ug/kg wet 166.7 79 46.6-121 

Aroclor 1260 113 ug/kg wet 166.7 68 43.7-125 

Surrogate: TCMX 5.4 uglkg wet 6.667 81 10-173 

Surrogate. Oecac/JiorobipiJenyl 6.0 uglkg wet 6.667 90 10-172 

Matrix Spike (B518657-MS1) Sample: 5111200-01 Prepared & Analyzed· 11 /13/15 

Aroclor 1 0 16 292 ug/kg wet 04 166.7 NO 175 10-181 

Aroclor 1260 7190 ug/kg wet 04 166.7 6300 533 42-122 

Surrogate. TCMX 2.2 ug/kg wet 6.667 32 10-173 

Surrogate: Decachlorobiphenyl 7.1 uglkg wet 6.667 107 10-172 

Matrix Spike Oup (B518657-MS01) Sample: 5111200-01 Prepared & Analyzed: 11/13/15 

Aroclor 1016 160 ug/kg wet 0 4 166.7 NO 96 10-1 81 58 40 

Aroclor 1260 4360 ug/kg wet 04 166.7 6300 NR 42-1 22 49 40 

Surrogate: TCMX 2. 1 ug/kg wet 6.667 32 10-t73 

Surrogate: Oecachlorobiphenyl 8.2 uglkg wet 6.667 123 10-172 

Batch B518937- No Pree_- SM 2540G 

Blank (B518937-BLK1) Prepared & Analyzed: 11/10/15 

Solids - total solids (TS) < 0.050 % 

Duplicate (B518937-DUP1) Sample: 51 11 306-01 Prepared & Analyzed: 11 /10115 

Customer #: 276173 www. pdclab.t:om 
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Parameter 

Batch B518937 - No Prep - SM 2540G 

Duplicate (B518937-DUP1) 

Solids - total solids (TS) 

Batch B518946- 04-No Prep We Solid- SW 9095 

Duplicate (B518946-DUP1) 

Paint Filter 

Batch B518980- 04-SW 1311 - TCLP- SW 1311 

Blank (B518980-BLK2) 

F1nal pH 

Batch B518989- 04-No Prep We Solid- SW 9045 

Calibration Check (B518989-CCV1) 

pH 

Duplicate (851 8989-DUP1) 

pH 

Batch B519081- 04 SW3010A TCLP- SW6010 

Blank (B519081-BLK1) 

Arsenic 

Banum 

Cadmium 

Chromium 

Lead 

Selemum 

Silver 

LCS (B519081-BS1) 

Arsenic 

Barium 

Cadmium 

Chromium 

Lead 

Selenium 

S1lver 

Matrix Spike (B519081-MS1) 

Arsenic 

Barium 

Cadmium 

Chromium 

Lead 

Selemum 

S1lver 

Matrix Spike Dup (B519081-MSD1) 

Arsenic 

Barium 

Cadmium 

Customer#: 276173 

QC SAMPLE RESULTS 

Result Unit Qual 

Sample: 5111306-01 

44.6 % 

Sample: 5111306-01 

Pass [blank) 

0.00 (blank) 

7.01 pH Units 

Sample: 5111306-01 

8.86 pH Units H 

< 0.030 mg/L 

< 0.020 mg/L 

< 0.0040 mg/L 

< 0.0040 rng/L 

< 0.020 mg/L 

< 0.020 rng/L 

< 0.0030 rng/L 

0.191 rng/L 

0.216 mg/L 

0.200 mg/L 

0.199 rng/L 

0. 198 rng/L 

0.189 mg/L 

0.0480 rng/L 

Sample: 5111306-01 

50.2 mg/L 

266 rng/L 

10.0 mg/L 

49.9 rng/L 

47.9 mg/L 

10.1 mg/L 

1..91 rng/L 

Sam1>lc: 5111306-01 

48.9 rng/L 

259 rng/L 

9.74 rng/L 

www.pdclab.t:ulll 

Spike 

Level 

Source 

Result %REC 

Prepared & Analyzed: 11/10/15 

46.8 

Prepared & Analyzed. 11/10/15 

ND 

Prepared. 11/10/15 Analyzed· 11/11/15 

Prepared &Analyzed: 11/10/15 

7.000 100 

Prepared & Analyzed: 11/10/15 

8.84 

Prepared· 11111115 Analyzed: 11 /12/15 

Prepared 11/11/15 Analyzed. 11/12/ 15 

0.2000 95 

0.2000 108 

0.2000 100 

0.2000 100 

0.2000 99 

0.2000 94 

0.05000 96 

Prepared: 11/11/15 Analyzed. 11112/15 

50.00 ND 100 

250.0 0.848 106 

10.00 NO 100 

50.00 ND 100 

50.00 NO 96 

10.00 ND 101 

5.000 ND 98 

Prepared 11 /11/15 Analyzed· 11/12/15 

50.00 NO 98 

250.0 0.848 103 

10.00 ND 97 

PDC Laboratories, Inc. 
3278 Norrh Highway 67 

J."Jorissanr, i\10 63033 
(800) 333-3278 

% REC 

Limits 

0-200 

80-120 

80-120 

80-120 

80-120 

80-120 

80-1 20 

80-120 

50-150 

50-150 

50-150 

50-150 

50-150 

50-150 

50-150 

50-150 

50-150 

50-150 

RPD 

5 

0.2 

3 

3 

3 

RPD 

Limit 

5 

20 

10 

20 

20 

20 
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Parameter 

Batch B519081- 04 SW 3010A TCLP- SW 6010 

Matrix Spike Dup (B519081-MSD1) 

Chromium 

Lead 

Selenium 

Silver 

Batch B519099- 04-SW 7470A/245.1 - SW 7470 

Blank (B519099-BLK1) 

Mercury 

LCS (B519099-BS1) 

Mercury 

Matrix Spike (B519099-MS1) 

Mercury 

Matrix Spike (B519099-MS2) 

Mercury 

Matrix Spike Dup (B519099-MSD1) 

Mercury 

Matrix Spike Dup (B519099-MS D2) 

Mercury 

Batch B51 9225 - 04-No Prep VOA- SW 8260B 

Blank (B519225-BLK1) 

1.1.1,2-Tetrachloroethane 

1.1.1-Trichloroethane 

1.1.2.2-Tetrachloroethane 

1.1 ,2-Trichloro-1,2,2-trifluoroethane (Freon) 

1,1,2-Trichloroethane 

1.1-Dichloroethane 

1.1-0ichloroethene 

1.1-Dichloropropene 

1,2,3-Tricl1lorobenzene 

1.2.3-Trichloropropane 

1,2.4-Trichlorobenzene 

1,2.4-Trimethylbenzene 

1.2-Dibromo-3-chloropropane 

1,2-Dibromoethane 

1.2-Dichloroethene- Total 

1.2-Dichlorobenzene 

1,2-Dichloroethane 

1.2-Dichloropropane 

1.3.5-Trimethylbenzene 

1.3-Dichlorobenzene 

1.3-Dichloropropane 

1,3-Dichloropropene -Total 

1.4-Dichlorobenzene 

1,4-Dioxane 

Customer#: 276173 

QC SAMPLE RESULTS 

Result Unit Qual 

Sample: 5111306-01 

48.6 mg/L 

46.7 mg/L 

9.83 mg/L 

4.78 mg/L 

< 0.0002 mg/L 

0.00197 mg/L 

Sampll!: 5110751-12 

0.00212 mg/L 

Sample: 5111306-01 

0.0225 mg/L 

Sample: 5110751-12 

0.00223 mg/L 

Sample: 5111306-01 

0.0213 mg/L 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 10 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ugikg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 10 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 10 ug/kg wet 

< 5.0 ug/kg wet 

<50 ug/kg wet 

www. pdc b b.cum 

S pike 

Level 

Source 

Result % REC 

Prepared: 11/11/15 Analyzed: 11/12/15 

50.00 ND 97 

50.00 ND 93 

10.00 ND 98 

5.000 ND 96 

Prepared & Analyzed: 11/1 2/15 

Prepared & Analyzed: 11 /12/15 

0.002000 98 

Prepared & Analyzed: 11/12/15 

0.002000 ND 106 

Prepared & Analyzed: 11 /12/15 

0.02000 ND 112 

Prepared & Analyzed: 11 /12/15 

0.002000 NO 112 

Prepared & Analyzed. 11 /12/15 

0.02000 ND 106 

Prepared & Analyzed: 11 /13/15 

PDC Laboratories, Inc. 
3278 Norrh Highway 67 

Flo rissant, MO 63033 
(800) 333-3278 

% REC 

Limits 

50-150 

50-150 

50-150 

50-150 

85-1 15 

50-1 50 

50-150 

50-150 

50-1 50 

RPD 

3 

3 

3 

3 

5 

5 

RPD 

Limit 

20 

20 

20 

20 

20 

20 
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Param eter 

Batch 8519225 • 04·No Prep VOA • SW 82608 

Blank (B519225·BLK1) 

2.2·Dichloropropane 

2-Butanone 

2-Chloroethylvinyl e ther 

2-Chlorotoluene 

2-Hexanone 

2·Nitropropane 

4-Chlorotoluene 

4-Methyl-2-pentanone (MIBK) 

Acetone 

Acetonitrile 

Acrolein 

Acrylonitrile 

Allyl Chloride 

Benzene 

Bromobenzene 

Bromochloromethane 

Bromodichloromethane 

Bromoform 

Bromomethane 

Carbon disulfide 

Carbon tetrachloride 

Chlorobenzene 

Chloroethane 

Chloroform 

Chloromethane 

c1s-1 ,2-Dichloroethene 

cis-1 .3-Dichloropropene 

Dibromochloromethane 

Dibromomethane 

Dichlorodifluoromethane 

Ethyl methacrylate 

Ethylbenzene 

Hexachlorobutadiene 

lodomethane 

lsobutanol 

l sopropylbenzene 

m.p-Xylene 

Methacrylonitrile 

Methyl methacrylate 

Methylene chloride 

MTBE 

Naphthalene 

n-Butylbenzene 

n-Propylbenzene 

o-Xylene 

Customer#: 276173 

QC SAMPLE RESULTS 

Result 

< 5.0 

< 10 

< 5.0 

< 5.0 

< 10 

< 10 

< 5.0 

< 10 

< 10 

<50 

<50 

< t O 

< 5.0 

< 5.0 

< 5.0 

< 5.0 

< 5.0 

< 5.0 

< 10 

< 5.0 

< 5.0 

< 5.0 

< 10 

< 5.0 

< t O 

< 5.0 

< 5.0 

< 5.0 

< 5.0 

< 10 

< 5.0 

< 5.0 

< 5.0 

< tO 

<50 

< 5.0 

< 10 

< 5.0 

< 5.0 

< 5.0 

< 5.0 

< 5.0 

< 5.0 

< 5.0 

< 5.0 

Unit Qual 

uglkg wet 

uglkg wet 

uglkg wet 

uglkg wet 

uglkg wet 

uglkg wet 

uglkg wet 

uglkg wet 

uglkg wet 

ug/kg wet 

ug/kg wet 

uglkg wet 

ug/kg wet 

uglkg wet 

uglkg wet 

ug/kg wet 

ug/kg wet 

uglkg wet 

uglkg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

uglkg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ugl kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

ug/kg wet 

uglkg wet B1 

ug/kg wet 

ug/kg wet 

ug/kg wet 

www. pdcla b.com 

Spike 

Level 

Source 

Result % REC 

Prepared & Analyzed: 11113115 

PDC Laboratories, Inc. 
3278 North Highway 67 

Flo ri~s:~ n t, MO 63033 
(800) 333-3278 

% REC 

Limits RPD 

RPD 

Limit 

Page 13of1 8 



Parameter 

Batch 851 9225- 04-No Prep VOA - SW 82608 

Blank (B519225-BLK1) 

p-lsopropyl toluene 

Propionitrile 

sec-Butylbenzene 

Styrene 

ten-Butylbenzene 

Tetrachloroethene 

Toluene 

trans-1.2-Dichloroethene 

trans-1 .3-Dichloropropene 

trans-1.4-Dichloro-2-butene 

Trichloroethene 

Trichtorofluoromethane 

Vinyl acetate 

Vinyl chloride 

Xylenes- Total 

Surrogate: 1, 2-Dichloroethane-d4 

Surrogate· Toluene-dB 

Surrogate: Bromofluorobenzene 

LCS (B519225-BS1) 

1.1. 1-Trichloroethane 

1.1.2.2-Tetrachloroethane 

1.1 .2-Trichloroethane 

1.1-Dichloroelhane 

1. 1-Dtchloroelhene 

1.2-Dichlorobenzene 

1 .2-Dichloroelhane 

1 ,2-Dtchloropropane 

1. 3-Dichlorobenzene 

1 ,4-0ichlo robenzene 

2-Chloroelhylvinyl ether 

Acrolein 

Acrylonitrile 

Benzene 

Bromodichloromethane 

Bromoform 

Bromomethane 

Carbon tetrachloride 

Chlorobenzene 

Chloroethane 

Chloroform 

Chloromethane 

cis-1 ,3-Dtchloropropene 

Dibromochloromethane 

Ethylbenzene 

m.p-Xylene 

Customer #: 276173 

QC SAMPLE RESULTS 

Res ult Unit Qual 

< 5.0 ug/kg wet 

< 10 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 5.0 ug/kg wet 

< 10 ug/kg wet 

< 5.0 ug/kg wet 

< 15 ug/kg wet 

25 ug!L 

29 ug!L 

29 ug!L 

19 ug/kg wet 

17 ug/kg wet 

19 ug/kg wet 

18 ug/kg wet 

18 ug/kg wet 

18 ug/kg wet 

17 ug/kg wet 

19 ug/kg wet 

20 ug/kg wet 

19 ug/kg wet 

18 ug/kg wet 

164 ug/kg wet 

16 ug/kg wet 

17 ug/kg wet 

18 ug/kg wet 

20 ug/kg wet 

17 ug/kg wet 

18 ug/kg wet 

21 ug/kg wet 

14 ug/kg wet 

19 ug/kg wet 

18 ug/kg wet 

18 ug/kg wet 

20 ug/kg wet 

19 ug/kg wet 

38 ug/kg wet 

www. ptlcla l.l .c.:um 

Spike 

Level 

Source 

Result % REC 

Prepared & Analyzed: 11/ 13/ 15 

30.00 84 

30.00 95 

30 00 95 

Prepared & Analyzed: 11 /13/15 

20.00 94 

20.00 83 

20.00 93 

20.00 89 

20.00 88 

20.00 92 

20.00 85 

20.00 93 

20.00 98 

20.00 93 

20.00 89 

200.0 82 

20.00 80 

20.00 87 

20.00 91 

20.00 98 

20.00 84 

20.00 92 

20.00 104 

20.00 70 

20.00 93 

20.00 88 

20.00 89 

20.00 99 

20.00 96 

40.00 95 

PDC Laboratories, Inc. 
3278 North Highway 67 

Florissant, i\IO 63033 

(800) 333-3278 

% REC 

Limits 

67.7-135 

69.3-125 

64.5-133 

74-121 

72-124 

82-121 

70-139 

65-120 

64-137 

77-129 

78-123 

63-140 

73-135 

47-164 

26-133 

48-123 

74-122 

76-118 

75-153 

38-145 

70-133 

73-133 

63-141 

64-139 

42-1 30 

67-117 

83-116 

74-1 33 

71 -130 

RPD 

RPD 

Limit 
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Parameter 

Batch 8519225- 04-No Prep VOA- SW 82608 

LCS (B519225-BS1) 

Methylene chloride 

a-Xylene 

Tetrachloroethene 

Toluene 

trans-1 ,2-0ichloroethene 

trans-1.3-0ichloropropene 

Trichloroethene 

Tnchlorofluoromethane 

Vinyl chlonde 

Surrogate: 1, 2-DiciJ/oroethane-d4 

Surrogate: Toluene-dB 

Surrogate: Bromofluorobenzene 

Matrix Spike (B519225-MS1) 

1.1.1-Trichloroethane 

1.1.2.2-Tetrachloroethane 

1.1.2-Trichloroethane 

1.1-Dichloroethane 

1.1-Dichloroethene 

1.2-D1chtorobenzene 

1.2-Dichloroethane 

1.2-Dichtoropropane 

1.3-Dichlorobenzene 

1.4-0 ichlorobenzene 

2-Chloroethylvinyl ether 

Acrolein 

Acrylonitrile 

Benzene 

Bromod1chloromethane 

Bromoform 

Bromomethane 

Carbon tetrachloride 

Chtorobenzene 

Chtoroethane 

Chloroform 

Chloromethane 

cis-1.3-Dichloropropene 

Dibromochloromethane 

Ethylbenzene 

m.p-Xytene 

Methylene chloride 

a-Xylene 

Tetrachloroethene 

Toluene 

trans-1.2-Dichloroethene 

trans-1.3-Dichtoropropene 

Customer#: 276173 

QC SAMPLE RESULTS 

Result Unit Qua l 

16 ug/kg wet 

20 ug/kg wet 

19 ug/kg wet 

19 ug/kg wet 

17 ug/kg wet 

19 ug/kg wet 

18 ug/kg wet 

19 ug/kg wet 

19 uglkg wet 

23 ug!L 

29 ug/L 

33 ug!L 

Sample: 5111306-01 

90 ug/kg dry 

111 ug/kg dry 

94 ug/kg dry 

87 ug/kg dry 

84 ug/kg dry 

69 ug/kg dry 

90 ug/kg dry 

97 ug/kg dry 

77 ug/kg dry 

71 ug/kg dry 

90 ug/kg dry 

< 260 ug/kg dry 03 

57 ug/kg dry 

86 ug/kg dry 

77 ug/kg dry 

68 ug/kg dry 

79 ug/kg dry 

82 ugtkg dry 

91 ug/kg dry 

69 ug/kg dry 

90 ug/kg dry 

77 ugtkg dry 

65 ug/kg dry 

77 ug/kg dry 

82 ug/kg dry 

147 ug/kg dry 

85 ug/kg dry 

81 ug/kg dry 

79 ug/kg dry 

95 ug/kg dry 

83 ug/kg dry 

78 ug/kg dry 

ww\\·.pdclab . .:um 

Spike 

Level 

Source 

Resu lt % REC 

Prepared & Analyzed: 11/13/15 

20.00 82 

20.00 

20.00 

20.00 

20.00 

20.00 

20.00 

20.00 

20.00 

30.00 

30.00 

30.00 

100 

96 

94 

83 

94 

89 

93 

94 

77 

96 

111 

Prepared & Analyzed: 11/13/15 

105.2 ND 85 

105.2 

105.2 

105.2 

105.2 

105.2 

105.2 

105.2 

105.2 

105.2 

105.2 

1052 

105.2 

105.2 

105.2 

105.2 

105.2 

105.2 

105.2 

105.2 

105.2 

105.2 

105.2 

105.2 

105.2 

210.3 

105.2 

105.2 

105.2 

105.2 

105.2 

105.2 

NO 

ND 

NO 

NO 

NO 

NO 

ND 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

ND 

ND 

NO 

ND 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

13 

NO 

NO 

106 

90 

83 

80 

65 

86 

92 

74 

67 

86 

54 

82 

73 

65 

75 

78 

86 

66 

85 

73 

62 

73 

78 

70 

81 

77 

75 

78 

79 

74 

PDC Laboratories, Inc. 
3278 North Highway 67 

Florissant, ~10 63033 
(800) 333-3278 

% REC 

Limits 

36-152 

73-129 

76-133 

60-1 49 

69-120 

76-130 

71-119 

75-130 

58-134 

67.7-135 

69.3-125 

64.5-133 

14- 147 

28-165 

35-142 

16-158 

22-132 

16-139 

36-135 

25-144 

26-135 

18-143 

10-175 

10-108 

10-145 

25-134 

17-137 

10-174 

18-114 

17-148 

26-141 

18-1 46 

22-148 

17-115 

10-141 

16-147 

34-132 

14-143 

16-139 

22-135 

31 -141 

40-135 

16-137 

10-149 

RPO 

RPO 

Limit 
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Parameter 

Batch 851g225- 04-No Prep VOA- SW 82608 

Matrix Spike (B519225-MS1) 

Trichloroethene 

Trichloronuoromethane 

Vinyl chloride 

Surrogate: 1.2-Dichloroethane-d4 

Surrogate: Toluene-dB 

Surrogate· Bromofluorobenzene 

Matrix Spike Dup (B519225-MS01) 

1.1.1-Trichloroethane 

1.1.2.2-Tetrachloroethane 

1.1.2-Trichloroethane 

1.1-Dichloroethane 

1.1-Dichloroethene 

1,2-Dichlorobenzene 

1.2-Dichloroethane 

1.2-Dichloropropane 

1. 3-Dichlorobenzene 

1,4-Dichlorobenzene 

2-Chloroethylvinyl ether 

Acrolein 

Acrylonitrile 

Benzene 

Bromodichloromethane 

Bromoform 

Bromomethane 

Carbon tetrachloride 

Chlorobenzene 

Chloroethane 

Chloroform 

Chloromethane 

cis-1,3-Dichloropropene 

Oibromochloromethane 

Ethyl benzene 

m.p-Xylene 

Methylene chloride 

a-Xylene 

Tetrachloroethene 

Toluene 

trans-1 .2-Dichloroethene 

trans-1.3-Dichloropropene 

Trichloroethene 

Trichloronuoromethane 

V1nyl chloride 

Surrogate: 1. 2-Dichloroethane-d4 

Surrogate: Toluene-dB 

Surrogate: Bromofluorobenzene 

Customer #: 276173 

QC SAMPLE RESULTS 

Result Unit 

Sample: 5111306-01 

88 uglkg dry 

92 uglkg dry 

84 uglkg dry 

21 

25 

25 

ug! L 

ug!L 

ug/L 

Sample: 5111306-01 

92 ug/kg dry 

1 02 uglkg dry 

87 uglkg dry 

90 uglkg dry 

86 uglkg dry 

63 ug/kg dry 

86 ug/kg dry 

91 ug/kg dry 

75 ug/kg dry 

73 ug/kg dry 

81 ug/kg dry 

< 250 ug/kg dry 

49 ug/kg dry 

84 ug/kg dry 

73 ug/kg dry 

61 ug/kg dry 

82 uglkg dry 

81 ug/kg dry 

83 ug/kg dry 

68 ug/kg dry 

87 ug/kg dry 

84 ug/kg dry 

57 ug/kg dry 

68 ug/kg dry 

73 ug/kg dry 

138 ug/kg dry 

88 ug/kg dry 

73 ug/kg dry 

77 ug/kg dry 

90 ug/kg dry 

81 ug/kg dry 

67 ug/kg dry 

84 ug/kg dry 

96 ug/kg dry 

92 ug/kg dry 

2 1 ug!L 

26 ug!L 

23 ugiL 

Qual 

03 

www.puclab.cum 

Spike 

Level 

Source 

Result %REC 

Prepared & Analyzed: 11/13/15 

105.2 ND 83 

105.2 ND 88 

105.2 NO 80 

30.00 

30.00 

30.00 

69 

B4 

B3 

Prepared & Analyzed: 11 /13/15 

101.7 NO 90 

101.7 NO 100 

101.7 ND 86 

101.7 NO 88 

101.7 

101.7 

101 .7 

101.7 

101.7 

101 .7 

101.7 

1017 

101.7 

101.7 

101.7 

101.7 

101.7 

101.7 

101.7 

101.7 

101.7 

101.7 

101.7 

101.7 

101.7 

203.3 

101.7 

101.7 

101.7 

101.7 

101.7 

101.7 

101.7 

101.7 

101.7 

30.00 

30.00 

30.00 

ND 

NO 

ND 

ND 

ND 

ND 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

NO 

13 

NO 

NO 

NO 

NO 

NO 

85 

62 

84 

89 

73 

72 

80 

48 

82 

72 

60 

81 

80 

81 

67 

86 

83 

56 

67 

72 

68 

87 

72 

75 

76 

80 

65 

82 

94 

91 

70 

B5 

76 

PDC Laboratories, Inc. 
3278 , orrh Highway 67 

Florissant, l\ fO 63033 
(800) 333-3278 

%REC 

Limits 

24-130 

35-134 

23-1 27 

67.7-135 

69.3-125 

64.5-133 

14-147 

28-165 

35-142 

16-158 

22-132 

16-139 

36-135 

25-144 

26-135 

18-143 

10-175 

10-108 

10-145 

25-134 

17-137 

10-174 

18-114 

17-148 

26-141 

18-146 

22-148 

17-11 5 

10-141 

16-147 

34-132 

14-1 43 

16-1 39 

22-135 

31-141 

40-135 

16-137 

10-149 

24-130 

35-134 

23-127 

67.7-135 

69.3-125 

64.5-133 

RPD 

2 

9 

7 

3 

2 

8 

5 

7 

4 

3 

11 

15 

3 

5 

12 

5 

0.7 

9 

3 

9 

14 

12 

12 

6 

3 

9 

3 

6 

2 

15 

5 

4 

9 

RPD 

Limit 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 

40 
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NOTES 

Specific method revisions used for analysis are available upon request. 

Certif ica ti o ns 

PIA - Peoria, IL 

PDC Laboratories, Inc. 
3278 North Highway 67 

l:lorissant, l\fO 63033 

(800) 333-3278 

TNI Accreditation for Drinking Water, Wastewater. Hazardous and Solid Wastes Fields of Testing through IL EPA Lab No. 100230 
Illinois Department of Public Health Bacteriolog ical Analysis in Drinking Water Approved Laboratory Registry No. 17553 
Missouri Department of Natural Resources Certificate of Approval for Microbiological Laboratory Service No. 870 
Drinking Water Certifications: Iowa (240) : Kansas (E-10338): Missouri (870) 
Wastewater Certifications: Arkansas (88-0677): Iowa (240): Kansas (E-10338) 
Hazardous/Solid Waste Certifications: Arkansas (88-0677): Iowa (240): Kansas (E-10338) 

SPMO - Springfield, MO 
US EPA DMR-OA Program 

STL - St. Louis, MO 
TNI Accreditation for Wastewater. Hazardous and Solid Wastes Fields of Testing through KS Lab No. E-10389 
Illinois Department of Public Health Bacteriological Analysis in Drinking Wnter Approved Laboratory Reg istry No. 171050 
Drinking Water Certifications: Missouri (1050) 
Missouri Department of Natural Resources 

• Not a TNI accredited analyte 

Qualif iers 

B1 Blank contamination suspected and the sample result is less than Method Reporting Limit. 
H Test performed after the expiration of the appropriate regulatory/advisory maximum allowable hold time. 

03 Matrix Spike/Matrix Spike Duplicate both failed % Recovery 
04 The matrix spike recovery result is unusable since the analyte concentration in the sample is greater than four times the spike level. 

The associated blank spike was acceptable. 
S Surrogate compound diluted below a reliable quantitation level. 

Certified by: Roxann Shull. Client Services Supervisor 

Customer#: 276173 www.pdclab.cum 
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POC Laboratories, Inc. 
3278 N. Highway 67 
Florissant, MO 63033 

TURNAROUND TIME REQUESTED 

-· ::.:-·· 

CHAIN OF CUSTODY RECORD 
State where samples were collected _IL_ 

Phone: (800) 333-3278 
Fax: (314) 432-4977 

www.pdclab.com 
All HIGIILIG HTED AREAS MUST DE COMPLETED OY CLIENT (PLEASE PH INn 

PROJECT NUMBER I P.O. NUMBER I MEANS SHIPP£0 lr:\··~NAl~IS ~E~UESTED ~. 
---- on file courier \2) ·,_ .. ~ . -~ _ ~; · 

n WORKORDER V (FOR LAB USE ONLY) 

LOGINN: r ( ll~O ~ PHONE NUMBER f AX NUMBER 

,~AMPLER (Pl EASE Pf!I ~J) ~ 

Ton.'iPaulus 

DATE SHIPPED 

lOGGED OY: _f=L~ 
PROJECT:--------

PROJ MGR: _______ _ 

REMARKS 

COMMENTS (FOR LAB USE ONLY) 

SAMPLE TEMPERATURE UPON RECEIPT };Zoe 
I T ou r ; '{ • . .c I 1 ,L I (Ifill PROCESS STARTED PRIOR TO RECEIPJ 

m
R N 

TIME 

SAMPLE(S} RECEIVED ON ICE 
PROPER BOTILES RECEIVED IN GOOD CON DillON 
OOTILES FILLED WITH ADEQUATE VOLUME 
SAMPLES RECEIVED WIHIIN II OLD TIME(S) 

-· • (EXCLUDES TYPICAL FIELD PARAMETERS) 
DATE AND TIME TAKEN FROM 

RN 
RN 
RN 
RN 


